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2.1 35
1000cc
TIERERE 5°C-35°C
TEREENEE <70%
HREE 2000 ¥
FHEAEERE -20°C-60°C
22 HHE2#
HSOSE1
1000cc

HSIES (bar/psi)

6.9-8.3 bar (100-120 psi)

B/NASRE (I/min) 351/min
kL <0.0lum
RIEHSAEINE ISO 8573-1:2010 Class[1.4.1]
HSO5%1
1000cc
RAHSED 5.5 bar (80 psi)

1000cc




VIR 1R IE) 1.5 /N
FRL <0.0lum
AR gL 7
FSIER TN 7
st 1x%BSPP
2.3 FARBEEK
BJE 230VAC +10%
PHES 50HZ/60HZ
BRI 0.2A
B ] C14 L
BiREZ#EEO C13 L HbfRREE
SRR 2
RRRA I
2.4 BEARINE

RI EX (3&Y)

.lx/ * 52k B3
W =

38.0 (14.9) x 54.0 (21.2) x 25.6 (10.0)

BE T (88)

26 (57.3)

wKicEE T (5%)

29 (64)
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INF10 K 1/4 9MZ23/16 RSRLE
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